Protocol  NANODROP 3.1.0
1. Start up software by clicking on shortcut

2. Log in with Barbara (usernme) and “coelogyne”(password)

3. Chose measurement (Nucleic acid for DNA and RNA samples)

4. Clean pedestals with tissue with MilliQ water

5. The software asks for a testmeasurement with MilliQwater: Add 2 microliter of MilliQ water to front pedestal and click “OK”

6. Add 2 microliter of a Blank (DNA: EB or Nuclease Free water, RNA: solution F) to pedestal and click “Blank”. 

7. Add 2 microliter of sample, click “Measure”, note results and type in a sample name in the software window

8. Several different values can be read: 

· DNA or RNA conc. in ng/microliter at 260 nm

· Protein conc. at 230 nm

· Quality at 260:280 (should be around 1.9

9. Clean pedestals with tissue before measuring next sample

10.  Close software by clicking “Exit” (twice)

11.  Retrieve data by clicking on shortcut to “nanodrop data”
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